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Abstract  —  Global  Positioning  System  Disciplined  Oscillators 
(GPSDOs)  are  now  the  primary  standard  of  time  and  frequency  at 
many  laboratories  and  calibration  facilities.  They  are  typically 
accepted  as  self-calibrating  standards,  and  their  users  generally 
assume  that  they  meet  the  manufacturer’s  specifications.  To  gain  a 
better  understanding  of  the  actual  performance  of  GPSDOs,  this 
paper  presents  a  method  of  characterizing  both  their  long  and 
short-term  performance  that  uses  the  UTC(NIST)  time  scale  as  a 
reference.  It  then  describes  how  this  method  is  used  to 
characterize  four  GPSDOs,  including  two  that  use  an  oven 
controlled  quartz  oscillator  (OCXO)  as  their  time  base,  and  two 
equipped  with  a  rubidium  oscillator.  All  four  devices  were 
simultaneously  tested  using  the  same  antenna  over  two  60  d 
measurement  intervals.  During  the  first  60  d  measurement,  a 
previously  surveyed  antenna  position  was  used  and  the  same 
coordinates  were  applied  to  all  four  devices.  During  the  second  60 
d  measurement,  each  GPSDO  performed  an  independent  survey  of 
the  antenna’s  position  and  applied  its  own  coordinates.  Both  the 
timing  output  (1  pulse  per  second)  and  the  frequency  output  (10 
MHz)  of  each  GPSDO  was  measured  during  both  60  d  intervals. 
A  low-noise  dual  mixer  time  difference  system  was  used  to 
characterize  the  short-term  frequency  stability  of  each  device’s  10 
MHz  output,  and  all  measurement  results  are  presented  and 
summarized. 


I.  Introduction 

Due  to  their  excellent  long-term  accuracy  and  stability, 
and  their  low  acquisition  and  maintenance  costs  when 
compared  to  cesium  oscillators,  GPS  Disciplined  Oscillators 
(GPSDOs)  are  widely  used  as  standards  of  time  and 
frequency.  Standards  laboratories  and  research  facilities 
often  rely  on  GPSDOs  as  their  primary  reference  for  time 
and  frequency  calibrations  [1],  and  in  some  cases  as  the 
frequency  reference  for  the  Josephson  voltage  standard  [2] 
and  for  the  mode-locked  lasers  used  in  length  metrology  [3]. 
Cellular  phone  networks  based  on  code  division  multiple 
access  (CDMA)  technology  use  GPSDOs  to  meet  their  1  ps 
timing  requirement,  and  as  the  frequency  reference  for  their 
base  station  carrier  transmissions  [4,  5,  6].  Electric  power 
grids  use  time  information  from  GPSDOs  to  rapidly  locate 
faults  [7].  These  applications  generally  treat  GPSDOs  as 
self-calibrating  standards,  where  it  is  assumed  that  the 
devices  perform  according  to  the  manufacturer’s 


specification,  and  that  they  do  not  need  to  be  periodically 
calibrated  or  compared  to  another  standard. 

Because  GPSDOs  are  continuously  adjusted  to  agree 
with  signals  broadcast  by  the  GPS  satellite  constellation,  it’s 
true  that  they  are  self-calibrating  standards.  Even  so,  the 
performance  of  GPSDOs  still  differs  by  a  significant  amount 
from  device  to  device,  and  some  models  are  not  suited  for  all 
applications.  Specifications  provided  by  the  manufacturer 
might  provide  only  a  rough  indication  of  their  actual 
performance.  Several  published  reports  [8,  9,  10]  have 
compared  the  performance  of  commercially  available 
GPSDOs  to  internationally  traceable  time  scales,  but  these 
studies  were  made  prior  to  the  deactivation  of  the  Selective 
Availability  (SA)  program  in  May  2000,  an  event  that 
improved  the  performance  of  most  GPSDOs  by  a  factor  of 
five  or  more.  This  paper  revisits  the  topic  of  GPSDO 
performance  in  the  post-SA  era  by  introducing  a  test 
procedure  that  measures  both  the  short  and  long-term 
performance  of  GPSDOs.  This  test  procedure  was  used  to 
characterize  the  performance  of  four  GPSDOs  by  measuring 
their  accuracy  and  stability  for  both  time  and  frequency  with 
respect  to  the  UTC(NIST)  time  scale  located  in  Boulder, 
Colorado. 

II.  The  GPSDOs  Under  Test 

The  four  GPSDOs  characterized  in  this  report  were 
chosen  for  two  reasons:  they  were  available  to  the  authors, 
and  they  were  believed  to  be  a  reasonable  sample  of  models 
commonly  used  by  government  and  industry.  However,  we 
are  aware  that  this  is  not  a  comprehensive  survey.  We  will 
not  identify  manufacturers  or  model  numbers,  but  will 
instead  refer  to  them  as  devices  A,  B,  C,  and  D.  Device  A 
was  designed  for  use  in  the  telecommunications  industry 
and  formerly  installed  inside  a  CDMA  base  station;  devices 
B  and  C  are  marketed  as  being  suitable  for  a  variety  of 
applications;  and  device  D  is  marketed  primarily  as  a 
frequency  standard  for  calibration  and  metrology 
laboratories.  All  devices  provide  a  1  pulse  per  second  (pps) 
timing  output,  and  at  least  one  1 0  MHz  sine  wave  output  for 
use  as  a  frequency  reference  (devices  C  and  D  provide 
multiple  10  MHz  outputs).  Table  I  summarizes  the  features 
of  the  tested  models. 
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Feature  Summary  of  the  Tested  GPSDOs 


Feature 

A 

B 

C 

D 

Satellite 

Channels 

6 

12 

12 

8 

Selectable 

Mask 

Angle? 

Yes, 

set  to  10° 

No, 

fixed  at  5° 

No, 

fixed  at 

10° 

Yes, 

set  to  10° 

Delay 

resolution 

1  ns 

1  cm 

1  ns 

1  ns 

Time  Base 

OCXO 

OCXO 

Rubidium 

Rubidium 

Displays 

Signal 

Strength? 

Yes 

No 

No 

Yes 

Shows 

Satellites 

Being 

Tracked? 

Yes 

No 

No 

Yes 

Two  of  the  tested  models  (A  and  B)  contain  oven 
controlled  crystal  oscillator  (OCXO)  time  bases,  the  other 
two  (C  and  D)  contain  rubidium  oscillator  time  bases,  which 
increases  their  cost  but  provides  them  with  potential 
performance  advantages  that  might  or  might  not  be  realized. 
One  device  (A)  is  capable  of  tracking  six  satellites  at  once, 
one  (D)  is  capable  of  tracking  eight,  and  the  other  two  (B 
and  C)  can  track  12  satellites  simultaneously.  All  four 
devices  allow  the  timing  output  of  the  device  to  be 
calibrated  by  entering  a  delay  constant.  However,  while 
three  of  the  devices  predictably  allow  this  number  to  be 
entered  in  time  units  (with  1  ns  resolution),  one  device  (B) 
requires  entering  the  length  of  the  antenna  cable  in 
centimeters  and  some  conversion  (and  knowledge  of  the 
cable  type)  is  necessary  to  equate  centimeters  to  the  actual 
time  delay.  All  four  devices  have  the  ability  to  accept  a 
position  input  by  the  user,  and  offer  a  “position  hold”  mode 
that  allows  them  to  operate  in  a  stationary  position  without 
continuing  to  compute  position  fixes,  a  highly  desirable 
feature  for  all  GPSDOs  used  as  time  and  frequency 
standards. 

III.  GPSDO  Installation 

Prior  to  testing,  the  GPSDOs  were  mounted  in  an 
equipment  rack  and  connected  to  the  same  antenna  through 
the  use  of  an  antenna  splitter.  The  antenna  was  mounted  on 
the  rooftop  of  the  NIST  Boulder  laboratories.  The  antenna 
is  typical  of  those  supplied  by  GPSDO  manufacturers.  It  is 
cone  shaped,  and  has  a  polycarbonate  outer  casing  with  a 
height  of  about  1 63  mm  and  a  diameter  of  90  mm.  It  has  a 
relatively  narrow  bandwidth  of  ±  10  MHz  around  the 
1575.42  MHz  LI  carrier  frequency  and  a  gain  that  exceeds 
30  dB,  with  38  dB  being  typical  for  satellites  at  an  elevation 
angle  of  90°. 

The  antenna’s  position  was  surveyed  with  respect  to 
known  geodetic  survey  markers  and  other  GPS  antennas 
used  at  NIST  to  contribute  common-view  data  to 


International  Atomic  Time  (TAI).  The  latitude  was 
calculated  as  39°  59’  44.291”  N,  the  longitude  as  105°  15’ 
43.322”  W,  and  the  altitude  as  1645.54  m,  with  respect  to 
the  GPS  ellipsoid  (WGS84).  The  estimated  uncertainty  of 
these  coordinates  is  less  than  20  cm.  During  the  initial  tests, 
these  identical  coordinates  were  entered  into  devices  A,  C, 
and  D,  all  of  which  allow  coordinate  entry  with  a  resolution 
of  1  milliarcsecond  for  latitude  and  longitude,  and  1  cm  for 
altitude.  It  should  be  noted,  however,  that  slightly  different 
numbers  for  latitude  and  longitude  were  used  for  device  B 
(see  Table  III  in  Section  VI),  since  that  device  has  a  position 
resolution  of  1  microdegree,  or  3.6  milliarcseconds.  In  this 
case,  the  coordinates  entered  for  device  B  differ  by  about  4 
cm  from  the  known  coordinates,  an  amount  believed  to  be 
insignificant.  The  mask  angle  of  each  device  was  set  to  10°, 
with  the  exception  of  device  B,  which  uses  a  5°  mask  angle 
that  cannot  be  changed  (Table  I). 

An  18.29  m  coaxial  cable  (LMR-400)  with  a  measured 
delay  of  73  ns  was  used  to  connect  the  antenna  to  an  8- 
channel  antenna  splitter  (only  four  channels  were  used). 
The  splitter  has  its  own  power  supply,  and  provides  5  V  dc 
to  the  antenna  through  the  antenna  cable.  According  to  the 
manufacturer,  it  introduces  a  group  delay  ranging  from  3  to 
4  ns  across  all  outputs,  so  we  estimate  the  mean  delay 
contributed  by  the  splitter  to  be  3.5  ns.  Four  identical 
cables,  with  a  length  of  0.94  m  and  a  measured  delay  of  4.5 
ns,  were  used  to  connect  the  splitter  to  the  antenna  inputs  of 
the  four  GPSDOs.  Therefore,  we  estimate  the  combined 
antenna  cable/splitter  delay  as  81  ns  (Table  II). 

IV.  Description  of  Measurement  Systems 

To  perform  a  complete  characterization,  we  decided  that 
the  time  and  frequency  outputs  (1  pps  and  10  MHz)  would 
need  to  be  measured  simultaneously,  so  we  could  determine, 
among  other  things,  whether  the  two  outputs  were  in  phase 
with  each  other.  To  conduct  a  fair  comparison,  it  was  also 
decided  that  the  devices  should  be  tested  simultaneously,  so 
that  each  device  had  access  to  the  same  GPS  satellites  under 
the  same  atmospheric  conditions.  This  required 
simultaneous  data  collection  from  eight  measurement 
channels,  including  four  1  pps  channels  and  four  10  MHz 
channels. 

To  meet  the  requirement  of  having  four  1  pps  channels, 
a  PC-based  time  measurement  system  was  built  that  used  a 
four-port  RS-232  interface  card  connected  to  four  identical 
time  interval  counters  (Fig.  1).  Software  was  written  to  read 
all  four  ports  every  second,  and  to  time  tag  and  store  each 
value.  Thus,  a  nominal  total  of  86  400  data  points  were 
recorded  from  each  GPSDO  each  day.  Each  counter 
reading  was  corrected  in  software  for  the  cable  delay 
between  the  UTC(NIST)  time  scale  and  our  testing 
laboratory,  a  delay  near  750  ns  for  all  channels.  The  time 
tag  was  provided  by  the  PC  clock,  which  was  periodically 
synchronized  to  the  NIST  Internet  Time  Service  [11]  so  that 
better  than  0.5  s  time-of-day  accuracy  was  continuously 
maintained. 
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Figure  1 .  Block  diagram  of  1  pps  and  10  MHz  measurement  systems  used  for  long-term  tests. 


The  four  10  MHz  channels  were  provided  by  a 
measurement  system  identical  to  those  used  by  subscribers 
of  the  NIST  Frequency  Measurement  and  Analysis  Service 
(FMAS)  [12].  The  FMAS  unit  contains  a  time  interval 
counter  with  single  shot  resolution  of  <  0.03  ns,  and  a  start 
channel  multiplexer  that  allows  up  to  five  inputs  to  be 
selected.  All  inputs  to  the  multiplexer  pass  through 
software-configurable  dividers.  For  our  measurements,  the 
dividers  were  configured  to  divide  10  MHz  signals  from 
each  GPSDO  by  10,  and  then  the  multiplexer  passed  the 
resulting  1  pps  signals  to  the  counter  in  sequence  (Fig.  1), 
with  each  count  stopped  by  1  pps  from  UTC(NIST).  A  fifth 
channel  (not  shown  in  Fig.  1)  was  used  for  diagnostics,  so 
one  reading  was  taken  from  each  GPSDO  every  5  s,  and  1  h 
averages  were  stored.  The  results  are  given  in  Section  VII. 

We  included  a  short-term  frequency  stability  test  in  our 
characterization,  because  GPSDOs  are  often  used  to 
distribute  frequency,  an  application  where  frequency 
stability  at  an  averaging  time  of  a  few  seconds  or  less  is 
important.  The  two  measurement  systems  described  above 
have  limited  resolution,  and  can  measure  frequency  stability 


only  to  parts  in  1010  or  1011  at  x  =  1  s.  For  this  reason,  a 
dual  mixer  time  difference  system  with  resolution  near  1013 
at  x  —  1  s  [13]  was  used.  The  dual  mixer  system  compared  a 
10  MHz  signal  derived  from  UTC(NIST)  to  a  10  MHz 
signal  from  each  GPSDO.  Ideally,  these  measurements 
would  be  made  simultaneously  using  the  same  satellites  and 
atmospheric  conditions  as  was  done  with  the  long-term 
measurements.  However,  because  only  one  dual  mixer 
system  was  available,  the  four  devices  were  tested 
sequentially,  and  the  results  are  shown  in  Section  VIII. 

V.  Delay  Calibrations 

The  characterization  began  with  a  delay  calibration  of 
each  GPSDO,  so  that  their  on-time  pulses  would  coincide 
with  UTC(NIST).  The  1  pps  outputs  from  all  four  devices 
were  simultaneously  compared  to  UTC(NIST)  for  7  d 
(02/25/05  to  03/03/05),  and  the  mean  time  offset  was 
calculated  and  entered  into  each  device.  This  offset 
included  delays  in  the  GPSDO  itself,  delays  in  the  antenna 
system  and  cables,  and  the  time  difference  between  GPS 
and  UTC(NIST)  during  the  calibration  (Table  II). 
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TABLE  II.  Results  (in  nanoseconds)  of  the  GPSDO  delay 
Calibration. 


Delay 

A 

B 

C 

D 

Mean  time  offset , 

Device  -  UTC(NIST), 

7  d  average 

-1283 

-145 

-193 

-122 

Antenna  cables/splitter 
delay,  Di 

81 

81 

81 

81 

Cable  delay  (1.575  m)  from 
device  to  counter,  D2 

7.5 

7.5 

7.5 

7.5 

Receiver/antenna  delay,  D3 

1189 

51 

99 

28 

Average  UTC(NIST)  delay 
(GPS  -  UTC(NIST))  during 

7  d  calibration  interval,  D4 

Delay  constant  entered  into 

5.5 

5.5 

5.5 

5.5 

device, 

Di  +  D2  +  D3  +  D4 

1283 

145 

193 

122 

The  results  indicate  the  time  accuracy  that  can  be 
expected  by  users  who  calibrate  their  cable  delays,  but  who 
lack  access  to  another  reference  and  cannot  measure  the 
internal  delays  of  the  GPSDO.  After  compensating  for 
cable  delays,  B  and  D  have  an  offset  of  <  100  ns  with 
respect  to  UTC(NIST),  and  C  is  near  the  100  ns 
specification.  This  indicates  that  some  GPSDOs  can 
provide  time  within  100  ns  of  UTC(NIST)  if  the  cable 
delays  are  measured  and  entered,  and  if  the  antenna 
coordinates  are  known  to  within  a  few  meters.  However,  A 
is  an  older  unit  whose  internal  delay  is  >  1  ps.  While  delays 
this  large  are  not  believed  to  be  common  with  newer 
models,  it  indicates  that,  unbeknownst  to  users,  a  GPSDO 
can  possibly  have  an  internal  delay  much  larger  than  the 
cable  delays. 

VI.  Timing  Results  with  Known  Coordinates  and 
Self-Surveyed  Antennas 

The  1  pps  outputs  of  the  four  GPSDOs  were  measured 
over  the  60  d  interval  from  03/10/2005  (MJD  53439) 
through  05/08/2005  (MJD  53498).  Data  were  recorded 
continuously  (86  400  readings  per  day)  from  all  four 
devices.  However,  a  series  of  short  power  outages  on  MJDs 
53442,  53489,  and  53493  caused  74  s  of  data  to  be  lost, 
since  the  distribution  amplifier  supplying  UTC(NIST)  was 
connected  to  a  backup  generator  that  required  at  least 
several  seconds  to  respond  after  each  outage.  This  did  not 
impact  the  results,  because  the  GPSDOs  and  measurement 
hardware  were  not  interrupted.  Since  so  much  data  were 
collected  (5  1 83  926  data  points),  they  were  converted  to  1 
min  averages,  and  a  phase  plot  is  provided  in  Fig.  2. 

None  of  the  devices  appeared  to  lose  lock  during  the 
test,  and  nearly  all  readings  were  within  ±  50  ns  of 
UTC(NIST).  However,  C  had  three  unexplained  phase 
excursions  of  >  140  ns  and  a  number  of  smaller  outliers. 
Device  A  had  one  outlier  of  about  150  ns,  and  D  had  one 


exceeding  200  ns.  Meanwhile,  B  had  no  visible  outliers 
during  the  60  d  test.  The  mean  time  offset  from 
UTC(NIST)  was  -8.07  ns  for  A,  1.40  ns  for  B,  -2.12  ns  for 
C,  and  1.24  ns  for  D. 


GPSDO  1  pps  timing  output  -  UTC(NIST) 

(1  -minute  averages  recorded  for  60  days  after  receiver  delay  calibration) 


Figure  2.  Phase  plot  of  GPSDO  1  pps  -  UTC(NIST)  using  known 
antenna  coordinates. 

Most  users  do  not  have  previously  surveyed  coordinates 
and  thus  rely  on  the  GPSDO ’s  ability  to  survey  its  own 
antenna  position.  Thus,  we  decided  to  repeat  the  60  d  test 
after  each  device  had  completed  its  own  antenna  survey  to 
obtain  a  better  estimation  of  “real  world”  performance.  All 
four  devices  have  built-in  antenna  survey  capability. 
Devices  A,  C,  and  D  average  position  fixes  for  about  1 0  000 
s,  and  while  B  allows  the  user  to  select  the  length  of  the 
survey,  it  was  also  set  to  10  000  s  for  the  sake  of 
comparison.  Each  device  simultaneously  surveyed  the  same 
antenna  (through  the  splitter  described  earlier),  but  the 
results  were  quite  different,  as  summarized  in  Table  III. 

Nearly  all  of  the  error  in  the  self-surveyed  coordinates 
was  due  to  the  error  in  altitude,  because  averaging  latitude 
and  longitude  values  for  10  000  s  tends  to  provide  very  good 
results.  Altitude  errors  correlate  directly  to  time  errors  at  a 
ratio  that  can  approach  3  ns  per  meter.  During  the  self¬ 
survey,  the  altitude  errors  ranged  from  about  1.7  m  for  D  to 
23.2  m  for  A.  If  multiple  surveys  were  performed,  it  is 
almost  certain  that  A  would  do  better  on  some  attempts  and 
that  D  would  do  worse,  and  that  the  average  might  vary 
considerably  from  the  single  result  listed  here.  However,  in 
the  “real  world”  most  users  will  perform  only  one  survey 
(when  the  device  is  first  installed)  and  accept  whatever 
results  they  obtain  as  correct  from  that  day  forward. 

A  60  d  measurement  using  the  self-surveyed  coordinates 
was  conducted  from  05/20/2005  (MJD  53510)  through 
07/18/2005  (MJD  53569).  Data  were  recorded  continuously 
(86  400  readings  per  day)  from  all  four  devices.  For  the 
same  reason  noted  earlier,  a  small  amount  of  data  (in  this 
case  30  s)  was  lost  due  to  short  power  outages  on  MJDs 
53512  and  53520.  As  before,  the  1  s  data  were  converted  to 
1  min  averages  for  analysis,  and  a  phase  plot  is  provided  in 
Fig.  3. 
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TABLE  III.  GPSDO  COORDINATES  (KNOWN  AND  SELF -SURVEYED). 


A 

B 

c 

D 

Known  coordinates 

39°59’44.291”  N 

39°59’44.2896”  N 

39°59,44.291,,N 

39°59,44.291” 

N 

entered  into  devices 

105°15’43.322”  W 

105°15’43.3224”  W 

105°15,43.322”  W 

105°15,43.322’ 

’  W 

1645.54  m 

1645.54  m 

1645.54  m 

1645.54  m 

Length  of  time 

Not  specified,  appeared 

Selectable  from  1  to 

required  for  antenna 

to  be 

65000  s, 

10  000  s 

10  000  s 

survey 

10  000  s 

10  000  s  selected 

Coordinates  obtained 

by  device  during 

39°59’44.276”  N 

39°59,44.2896”N 

39°59’44.318”N 

39°59’44.320” 

N 

antenna  survey 

105°15’43.262”  W 

105°15’43.344”  W 

105°15’43.263”  W 

105°15’43.289r 

’  W 

1668.76  m 

1653.76  m 

1650.54  m 

1647.26  m 

Error  in  altitude  with 

respect  to  known 

23.22  m 

8.22  m 

5.00  m 

1.72  m 

coordinates 

Total  error  in  self- 

surveyed  coordinates 
with  respect  to  known 

23.27  m 

8.24  m 

5.26  m 

2.09  m 

coordinates 

GPSDO  1  pps  timing  output  -  UTC(NIST) 

(one-minute  averages  recorded  for  60  days  after  antenna  self-survey) 


Figure  3.  Phase  plot  of  GPSDO  1  pps  -  UTC(NIST)  using  self-surveyed 
antenna  coordinates. 


Note  that  Fig.  2  shows  the  data  set  of  all  four  devices  to 
be  centered  near  0  with  respect  to  UTC(NIST),  since  the 
devices  had  just  been  calibrated  using  the  known  antenna 
coordinates.  After  the  self-survey,  however,  the  mean  time 
offset  of  each  device  has  moved  further  away  from  0,  and  the 
tracks  from  the  four  devices  have  separated  from  each  other 
(Fig.  3).  Device  A  is  the  most  extreme  example.  The  23.2  m 
altitude  error  introduced  by  the  antenna  self-survey  results  in 
a  mean  time  offset  of  -57.62  ns  with  respect  to  UTC(NIST). 
The  mean  time  offset  for  the  other  devices  was  much 
smaller,  -10.33  ns  for  B,  -8.84  ns  for  C,  and  1.02  ns  for  D. 
Note  that  the  mean  time  offset  for  D  was  actually  slightly 
smaller  than  with  the  known  coordinates,  despite  the  fact  that 
the  self-survey  introduced  an  altitude  error  of  about  1.7  m. 
This  suggests  that  the  uncertainty  of  our  initial  delay 
calibration  is  large  enough  to  overlap  the  uncertainty 
introduced  by  the  error  in  the  antenna  coordinates. 


Fig.  3  also  shows  that  the  number  of  outliers  for  device  A 
increased  over  the  first  60  d  run,  with  one  outlier  exceeding 
250  ns,  and  a  number  of  outliers  exceeding  100  ns.  In 
contrast,  the  number  of  outliers  for  C  decreased  slightly,  but 
two  outliers  still  exceeded  150  ns.  Devices  B  and  D  have  no 
visible  outliers,  with  B  making  it  through  both  60  d  tests 
without  any  obvious  outliers.  It  is  likely  that  the  number  of 
outliers  was  not  related  to  the  difference  between  known  and 
self-surveyed  coordinates,  but  rather  to  differences  in  GPS 
reception  conditions  on  different  days. 

The  time  stability  (time  deviation,  ax(x))  of  each  device 
was  estimated  at  x  values  ranging  from  1  min  to  8192  min 
(about  5.7  d)  using  the  data  collected  from  both  60  d  runs. 
The  results  (in  nanoseconds)  are  shown  in  Table  IV,  and  Fig. 
4  is  a  graph  of  the  time  deviation,  produced  using  the  known 
coordinates  data  set  collected  during  the  first  60  d  run. 


Time  Deviation  of  GPS  Disciplined  Oscillators 


Figure  4.  Time  stability  of  GPSDO  1  pps  outputs. 
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TABLE  IV.  Time  deviations  (nanoseconds)  for  known  and  self-surveyed  Antenna  Coordinates. 


A  BCD 


Minutes 

KC 

SS 

KC 

SS 

KC 

SS 

KC 

SS 

1 

1.80 

1.80 

0.38 

0.35 

0.05 

0.05 

3.99 

4.16 

2 

1.29 

1.28 

0.77 

0.70 

0.07 

0.06 

3.15 

3.25 

4 

0.96 

1.03 

1.17 

1.13 

0.12 

0.11 

2.41 

2.39 

8 

1.04 

2.01 

1.89 

2.28 

0.29 

0.35 

1.80 

1.61 

16 

2.02 

4.56 

3.30 

3.70 

0.72 

0.68 

1.46 

1.32 

32 

4.05 

8.68 

5.33 

5.94 

1.69 

1.69 

1.25 

1.10 

64 

6.61 

13.2 

7.35 

8.43 

3.73 

5.34 

1.38 

1.45 

128 

7.67 

12.4 

7.79 

8.22 

7.25 

9.67 

1.73 

2.09 

256 

7.83 

11.5 

8.39 

7.81 

12.8 

14.9 

2.63 

2.50 

512 

7.10 

9.26 

8.31 

4.64 

20.7 

12.6 

2.43 

1.85 

1024 

6.40 

8.64 

4.55 

3.75 

17.7 

11.7 

2.13 

1.90 

2048 

6.05 

4.61 

3.90 

2.67 

19.4 

8.42 

2.17 

1.36 

4096 

6.56 

4.01 

3.81 

2.43 

19.2 

6.46 

2.34 

2.41 

8192 

3.74 

8.58 

2.38 

7.96 

11.9 

7.75 

1.53 

6.87 

We  expected  the  time  stability  to  be  approximately  the 
same  using  both  known  (KC)  and  self-surveyed  (SS) 
antenna  coordinates  at  short  averaging  times,  reflecting  the 
stability  of  the  time  base  oscillator,  but  to  change 
significantly  with  both  coordinate  sets  when  the  GPS 
disciplining  begins.  This  was  evident  in  the  case  of  C, 
which  produced  sub-nanosecond  stability  numbers  until  x 
exceeded  16  min,  when  the  GPS  time  corrections  apparently 
began  to  be  applied.  However,  D  also  includes  a  rubidium 
time  base,  and  had  the  worst  time  stability  of  any  of  the  four 
units  until  x  exceeded  4  min.  Even  so,  the  time  deviation  for 
D  remained  fairly  flat  across  the  entire  range  (Fig.  4),  with 
no  obvious  point  where  GPS  corrections  begin.  An 
examination  of  the  raw  1  pps  data  revealed  a  “sawtooth” 
like  phase  pattern  with  an  ambiguity  near  ±  50  ns.  This 
appears  to  be  the  raw  output  of  a  commercial  GPS  timing 
engine  [12,  14].  Thus,  we  assume  that  the  1  pps  output  for 
D  is  not  derived  from  the  rubidium  time  base.  Device  A 
also  appears  to  get  its  timing  output  from  a  source  that  lacks 
the  short-term  stability  of  its  OCXO  time  base,  but  it  does 
not  look  identical  to  the  raw  output  of  the  GPS  timing 
engine,  so  perhaps  an  occasional  correction  from  the  time 
base  is  being  applied. 

VII.  Frequency  Results  with  known  Coordinates 

AND  SELF-SURVEYED  ANTENNAS 

During  the  two  60  d  measurements  of  the  timing 
outputs,  the  1 0  MHz  outputs  were  simultaneously  measured 
using  the  FMAS  unit  described  in  Section  IV.  The  two  60  d 
frequency  measurements  produced  similar  results,  and  only 
results  from  the  second  run  (Fig.  5)  are  shown  here,  because 
while  the  altitude  errors  introduced  by  the  self-survey 


significantly  change  the  time  offset  (Fig.  3),  they  do  not 
significantly  change  the  frequency. 


GPSDO  10  MHz  frequency  output  -  UTC(NIST) 


60  days  (one  day  per  division) 

Figure  5.  GPSDO  10  MHz  -  UTC(NIST)  using  self-surveyed  coordinates. 

As  noted  in  the  last  section,  D  has  a  1  pps  output  that  is 
not  derived  from  its  time  base  oscillator,  and  by  comparing 
the  phase  “signature”  of  Fig.  3  and  5,  it  is  obvious  that  the 
frequency  and  time  outputs  of  D  are  not  in  phase.  The 
phase  of  D  does  not  closely  track  the  GPS  signals,  and  it 
appears  that  the  rubidium  oscillator  is  allowed  free  run  most 
of  the  time,  with  steering  corrections  occasionally  applied. 
The  resulting  peak-to-peak  phase  variation  exceeds  1  ps, 
much  larger  than  any  of  the  other  devices.  Although  less 
obvious,  it  appears  that  the  10  MHz  output  from  A  is  also 
not  in  phase  with  its  timing  output,  since  the  outliers  appear 
in  different  places.  Both  examples  illustrate  that  GPSDOs 
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can  differ  from  cesium  and  rubidium  standards,  whose 
outputs  are  typically  in  phase  with  each  other. 

Table  V  and  Fig.  6  show  the  long-term  frequency 
stability  of  the  1 0  MHz  outputs,  as  estimated  with  the  Allan 
deviation,  ay(x),  at  x  values  ranging  from  1  h  to  256  h. 
Device  D  exhibited  the  best  frequency  stability  at  1  h, 
reaching  2.8  X  10"13,  and  A,  B,  and  C  all  reach  stabilities  of 
<  5  x  10"13  at  x  =  1  d  and  below  1  x  10"13  at  x  =  5  d,  better 
than  what  most  GPSDO  manufacturers  specify,  and 
predictably  much  lower  than  what  could  be  obtained  with 
“undisciplined”  OCXO  or  rubidium  oscillators.  Device  D 
did  not  fare  as  well  as  the  others  at  long  averaging  times, 
because  its  curious  steering  method  (Fig.  5)  does  not  take 
advantage  of  the  excellent  long-term  stability  of  the  signals 
from  the  GPS  satellites. 


TABLE  V.  Long-Term  Frequency  Stability  Estimates. 


Hours 

A 

B 

C 

D 

1 

1.56E-12 

4.62E-12 

6.75E-12 

2.83E-13 

2 

1.80E-12 

2.91E-12 

4.61E-12 

3.82E-13 

4 

1.62E-12 

1.53E-12 

2.38E-12 

5.55E-13 

8 

1.25E-12 

8.46E-13 

1.28E-12 

7.01E-13 

16 

6.65E-13 

4.22E-13 

6.32E-13 

6.75E-13 

32 

3.78E-13 

2.17E-13 

3.26E-13 

7.68E-13 

64 

1.77E-13 

1.04E-13 

1.64E-13 

7.39E-13 

128 

7.46E-14 

5.06E-14 

4.56E-14 

7.37E-13 

256 

4.02E-14 

2.69E-14 

4.56E-14 

5.17E-13 

Figure  6.  Long-term  frequency  stability  of  GPSDO  10  MHz  outputs. 


VIII.  Short-Term  Frequency  Stability  Results 

The  short-term  frequency  stability  of  each  device  was 
measured  with  the  dual  mixer  time  difference  system 
described  in  Section  IV.  Each  device  was  tested  for  1  d  so 
that  a  large  number  of  samples  could  be  obtained.  The  test 
was  repeated  twice,  first  with  the  self-surveyed  coordinates 
and  then  with  the  known  coordinates,  but  the  results  were 


nearly  identical,  because  GPS  disciplining  does  not  occur  at 
short  averaging  times  and  the  measurement  simply  reveals 
the  stability  of  the  time  base.  The  Allan  deviation  estimates 
for  x  values  spaced  at  10  s  intervals  are  listed  in  Table  VI. 


TABLE  VI.  Short-Term  Frequency  Stability  Estimates. 


Seconds 

A 

B 

C 

D 

1 

1.21E-12 

3.61E-12 

5.92E-12 

7.02E-12 

10 

1.13E-12 

6.57E-12 

1.69E-12 

2.62E-12 

20 

1.45E-12 

8.46E-12 

1.26E-12 

2.86E-12 

30 

1.73E-12 

9.93E-12 

1.07E-12 

3.04E-12 

40 

1.98E-12 

1.1  IE- 1 1 

9.80E-13 

3.04E-12 

50 

2.21E-12 

1.21E-11 

9.26E-13 

2.87E-12 

60 

2.41E-12 

1.28E-1 1 

8.82E-13 

2.56E-12 

70 

2.61E-12 

1.33E-11 

8.55E-13 

2.18E-12 

80 

2.79E-12 

1.37E-11 

8.46E-13 

1.78E-12 

90 

2.98E-12 

1.39E-11 

8.50E-13 

1.39E-12 

100 

3.13E-12 

1.40E-11 

8.52E-13 

1.15E-12 

Fig.  7  provides  a  graph  showing  all  x  values  from  1  to 
100  s.  As  might  be  expected,  the  OCXO  time  bases  in  A  and 
B  had  the  best  stability  at  x  =  1  s,  but  the  advantage  of  a 
rubidium  time  base  is  made  evident  at  longer  averaging 
times,  with  C’s  stability  dropping  below  A  at  an  averaging 
time  of  about  15  s,  and  D  dropping  below  A  after  about  1 
min  of  averaging.  Device  B’s  time  base  proved  to  be  the 
least  stable,  with  both  rubidium  models  dropping  below  B 
after  about  3  s  of  averaging.  The  most  stable  time  base 
belonged  to  C,  which  dropped  below  1  x  10"12  when  x  was 
near  40  s,  and  stayed  there  for  the  duration  of  the  test. 


Short-Term  Frequency  Stability  of  GPSDOs  with  respect  to  UTC(NIST) 


Figure  7.  Short-term  frequency  stability  of  GPSDO  10  MHz  outputs. 


IX.  Summary 

GPSDOs  serve  as  excellent  time  and  frequency 
standards  that  are  indispensable  to  a  wide  variety  of 
measurements  and  applications,  and  some  technologies 
would  simply  not  be  possible  without  them.  Some  models 
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can  provide  time  accurate  to  within  100  ns  of  UTC(NIST) 
after  a  simple  calibration  of  the  cable  delays,  can  distribute 
frequency  with  short-term  stability  measured  in  parts  in  1012 
at  x  —  1  s;  and  since  they  are  ultimately  steered  by  signals 
from  the  GPS  satellites,  the  very  long-term  stability  of  most 
GPSDOs  is  exceptional.  However,  the  performance  of 
GPSDOs  can  differ  by  a  significant  amount  from  device  to 
device,  and  some  models  will  not  meet  all  requirements. 
None  of  the  devices  characterized  in  this  report  excelled  in 
all  areas.  Several  potential  problems  are  worth  noting:  the 
internal  delays  of  a  device  can  be  much  larger  than  the  cable 
delays  (A),  antenna  self-surveys  can  introduce  large  timing 
errors  (A),  some  devices  have  occasional  phase  excursions 
exceeding  100  ns  for  no  obvious  reason  (A,  C,  D),  some 
devices  lack  user  interface  features  that  might  be  necessary 
for  diagnostics,  such  as  signal  strength  displays  or  satellite 
tracking  information  (B,  C),  some  devices  employ  non- 
conventional  methods  of  entering  coordinates  and  cable 
delays  (B),  some  devices  only  discipline  the  oscillator  at 
very  long  intervals  and  do  not  closely  track  the  signals  from 
the  GPS  satellites  (D),  and  some  devices  have  time  and 
frequency  outputs  that  are  not  in  phase  with  each  other  (A, 
D).  Users  should  be  aware  that  the  specifications  provided 
by  the  manufacturer  might  provide  only  a  rough  indication 
of  a  GPSDO’s  actual  performance.  If  better  knowledge  of 
the  performance  is  required,  it  is  advisable  to  have  the 
device  characterized  by  NIST,  or  by  another  laboratory  that 
maintains  an  internationally  traceable  time  scale. 
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